
IMPACT TEST REPORT

FDA Drop Ball Test: 21 CFR 01.410(c)(3)

The ball should be dropped from a height of 50 inches (1.27m) 
from the horizontal upper surface of the lens

The impact test will consist of a 5/8 inch (16mm) steel ball weighing
approximately 0.56 ounces (16g)

SWISSCOAT Impact Test Standard
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